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IN-FLIGHT USE OF TRAVERSING BOUNDARY -LAYER PROBES 


Edwin J. Saltzman 
Flight Research Center 


INTRODUCTION 


Velocity profiles representing the viscous boundary layer next to the inside wall of 
a pipe or wind tunnel or the outside skin of an aircraft have been obtained with fixed 
boundary -layer rakes or a cluster of probes, called a mouse, for many years (refs. 1 
to 4). Such devices have provided most of the existing boundary -layer data; however, 
for certain applications the rake or mouse has disadvantages. One objection to closely 
spaced probes is their possible mutual interference, especially for laminar boundary 
layers or turbulent layers at low speeds. Another problem may result from the large 
number of individual sensors or transducers and recording channels required if a 
commutating type of valve -sensor, such as was used in reference 4, is not available. 

The wind-tunnel boundary -layer practitioners avoided these problems, even during 
the early days of aerodynamic experimenting, by using traversing devices. These 
devices made it possible for a single probe or a gang of widely spaced probes to survey 
the entire boundary layer. Reference 2 and references 5 to 16 are examples of studies 
in which traversing devices were used in wind-tunnels. 

In-flight boundary -layer measurements represent a small part of experimental 
boundary -layer history. Thus, it is not surprising that the development of the tra- 
versing probe concept in flight has been retarded. References 17 and 18 describe early 
applications of intermittently movable probes for defining the wake profile behind an 
airfoil in flight. A more recent continuously moving probe for a similar use on gliders 
is discussed in reference 19. 

It became apparent that traversing devices would greatly improve the capability of 
defining high-speed in-flight boundary layers if they could be made compact and flight 
worthy. Thus, the Flight Research Center began the development of two types of tra- 
versing mechanisms in 1962. This paper presents developmental results from these 
two types of continuously moving probes. These probes, one driven by a reversible 
motor and screw and the other through a Scotch yoke, were briefly described in ref- 
erence 20 and are considered to be prototypes. The purpose in reporting these results 
and describing the devices is, in part, to encourage the use of traversing probes at 
higher flight speeds than those for which they have been used. In addition, this report 
is a response to requests for more information than could be included in reference 20. 

The traversing probes described herein were used on three different aircraft at 
the Flight Research Center. Local Mach numbers ranged up to 2.2 at the boundary- 
layer edge. One of the devices probed the bottom portion of the boundary layer where 
peak total temperatures near 1675° K (3020° R), resulting from a free -stream Mach 
number of 5. 6, were encountered. Schematic drawings, photographs, and 



boundary-layer profile data are presented for both types of traversing probes, and a 
comparison is made with fixed-probe rake results. In addition, distribution profiles 
for momentum and displacement thickness as well as derived friction coefficients are 
presented for the screw-driven probe. 


SYMBOLS 


Physical quantities in this report are given in the International System of Units (SI) 
and parenthetically in U, S, Customary Units, The measurements were taken in U, S. 
Customary Units, Factors relating the two systems are presented in reference 21. 

Cf local skin -friction coefficient 
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Mach number 
static pressure 
stagnation pressure 

Reynolds number, based on edge conditions, e, and lengths, x, 
e, or y 

absolute temperature 
time 

local velocity 
friction velocity, — ■ ■ ■ 

assumed length of turbulent flow 
distance from skin 
boundary -layer thickness 
displacement thickness 
momentum thickness 
absolute viscosity 
density 

kinematic viscosity 


Subscripts: 

e edge conditions 

w wall conditions 

A primed quantity is based on reference temperature conditions of Sommer and 
Short (ref. 22). 


REVERSIBLE SCREW -DRIVEN TRAVERSING PROBES 


Airplanes Used and Test Conditions 

Two supersonic, turbojet, military type of aircraft, the F-104 and the ASA, were 
used to obtain turbulent -compressible boundary layers for demonstratii^ the screw - 
driven traversing probes. 

The F-104 airplane was fitted with an auxiliary ventral fin, which will be referred 
to as the flight -test fixture. Figure 1(a) is an in-flight photograph of the flight -test- 
fixture/aircraft combination. The boundary layer surveyed by the traversing probe 
was generated on the side of this flight -test fixture, about 121 centimeters (47. 6 inches) 
back from the leading edge or 105. 8 centimeters (41. 6 inches) aft of the boundary- 
layer trip. 



E-18776 

(a) F-104 airplane showing flight-test fixture attached to bottom of fuselage. 

Figure 1. Test aircraft used to demonstrate screw-driven traversing probe. 
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other boundary -layer surveys were made on the bottom surface of the ASA fuselage 
about 508 centimeters (200 inches) back from the vertex of the fuselage nose. A photo- 
graph of the ASA is shown in figure 1(b). The ranges of edge Mach number and 



(bj ASA airplane. 

Figure 1. Concluded. 

Reynolds number for the flight tests with these two installations were: 


Vehicle 

M 

Rx 

X, cm (in. ) 

F-104 with flight- 

2.2 

1.04 X lo"^ 

105.8 (41.6) 

test fixture 




ASA 

. 51 to 1. 72 

1. 54 X 107 to 7. 42 X 10^ 

508 (200) 


External Installation Details 

F-104 flight -test fixture . — The flight -test fixture was originally developed as a 
facility for panel response studies. It contains its own instrumentation, but receives 
electrical power from the parent aircraft; thus, pressure lines are relatively short and 
pressure lag values are negligible for most applications. A three -view sketch of the 
fixture is shown in figure 2(a). 

At the probe location the boundary layer was known, through previous experience 
with the fixture, to be naturally turbulent for the test flight conditions. To insure a 
nearly fixed length of turbulent run, however, sand -like granules were cemented along 
a band behind and parallel to the leading edge (fig. 2(a)). The resulting boundary layer 
was about 16 millimeters to 18 millimeters (0. 6 inch to 0. 7 inch) thick at the probe 
station for a local chord station Reynolds number of 1. 04 x 107 and a local edge Mach 
number near 2.2. A photograph of the traversing probe, an accompanying 
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boundary -layer rake, and flush static orifice is shown in figure 2(b) as they were in- 
stalled on the side panel of the flight -test fixture. 




(a) Three-view sketch. Dimensions in centimeters (inches). 







Flush static orifice 











(b) Closeup photo. E-14512 

Figure 2. F-104 flight-test-fixture installation. 
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ASA fuselage . — The lower centerline region of the ASA airplane was chosen as a 
demonstration site for several devices which were being checked out for flight use. The 
relative location of this complex of probes and devices is shown in the sketch of fig- 
ure 3(a). This location was used because the contour was aerodynamically clean and 
free of gaps or adjacent protuberances. In addition, the SOS -centimeter (200 -inch) run 
from the nose assured a turbulent boundary -layer thickness of S centimeters to 10 cen- 
timeters (2 inches to 4 inches), which is sufficiently thick to be relatively easy to sur- 
vey. As with the flight -test fixture, the pressure sensors could be placed close to the 
probes (essentially on the inside of the test surface skin) , so that the pressure lines 
were short enough to avoid lag problems. The local Reynolds numbers based on the 
assumed length, x, for this installation reached values as high as 7.4 x lO"^. 

A photograph of the portions of the traversing probe, fixed rake, and other sensors 
which were exposed to the airstream is shown in figure 3(b). The friction gage did not 



(a) Sketch of ASA forebody. Dimensions in centimeters (inches). 



(b) Closeup photo. 
Figure 3. ASA installation. 
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function properly; thus, comparisons of boundary-layer-derived parameters with 
direct force measurements cannot be made. For this installation the mast of the tra- 
versing probe supported two pitot probes, thus increasing the range of the survey. The 
ASA installation provided data from a boundary -layer rake and a Preston probe in 
addition to the traversing probe. Although some data derived from the traversing 
probe are presented in reference 23, the mechanism is not described therein. 


Description of Screw -Driven Traversing Probe System 

General description . — Linear motion for translating the screw -driven traversing 
probe normal to the surface was provided by a finely threaded screw drive. The 
threaded shaft was driven through a gear box by an electric motor. The mast, which 
supported the pitot probe, was fastened to a threaded drive block. Thus, the drive 
block, mast, and probe were translated as the threaded shaft was rotated. 

Probe height was measured by a counter which recorded the number of revolutions 
of the screw drive after the drive block electrically recorded its arrival at a precisely 
located reference point. Photographs of the single-probe version are shown in fig- 
ures 4(a) and 4(b). The space required for this device beneath the surface was approxi- 
mately 14. 9 centimeters (5. 9 inches), for depth, by 6. 4 centimeters (2. 5 inches) by 
13. 7 centimeters (5. 4 inches). The weight was about 2. 20 kilograms (4. 85 pounds). 


(a) Left side view (probe in intermediate position). 

Figure 4. Screw-driven traversing probe. F-104 flight-test-fixture installation; depth beneath skin = 14.9 cm 
(5.9 in.). 
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(b) Right side view (probe touching skin). 

Figure 4. Concluded. 

The maximum travel of this prototype traversing device was about half the internal 
depth, the major dimension of the device. A schematic drawing of this traversing 
probe mechanism is shown in figure 5 together with a tabulation of the function of 
most of the parts. In addition, figure 5 shows the electrical circuitry, in con- 
ceptual form, which provides for driving and reversing the drive motor, recording 
the number of shaft revolutions, and indicating the direction of probe motion. 

If the maximum travel of this probe had not been needed, a shorter traverse could 
have been obtained by interrupting the flow of current from the contact wiper (item 
(^, fig. 5) to a contact rail (item (£)). A piece of tape or a spot of nonconductive 
cement on the rail was sufficient to stop and reverse the motor at a selected point 
below maximum travel. A precision adjustable reversing contact was provided at 
the bottom of the probe travel to insure that the probe stopped just at the skin sur- 
face (item (^, fig. 5). 
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Motor reversing position - probe down 
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of probe 

Motor 

3-phas^ 50-watt, 5«0-rpm. 115-volt, 
400-cycl^ geared to drive screw and 
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lAO counter revolution registers 1 revolution 
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travels along contact rails 
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Note: All power and switching contacts are electrically 
isolated from probe case and mechanisms 


Counter-relay voltage 


Signal out 


1 Movable reversing contact 

2 Fixed tidjustablel reversing contact 

3 Drive screw 

4 Motor 

5 Counter wheel 

6 Contact wiper 

7 Terminal post 

8 Terminal post 

9 Contact rail 

10 Contact rail 

11 Contact wiper 

12 Insulator 

13 Drive block 
M Guide rollers 

15 insulating strip 

16 Drive gear | 

17 Drive gear I 

18 Guide rails 

19 Thrust bearing 

20 Flex hose 

21 Linear ball bushing 

22 Mast 

23 Total -pressure probe 

24 Total-pressure probe 


Function 

Energizes relay when contacting @ 

Transmits motion 
Prime mover 
Revolution counter 
Signal pickup 


Allows deenergizing of relay 
Allows continuous contact 
Signal pickup 

Carries Internally threaded 
Eliminates binding 

Diameter determines variation of 
probe travel rate 
Eliminates binding 
Eliminates end play 
Transmits pressure from probe 
Provides precision atinement 
Supports probes 


CD 


Figure 5 . Electromechanical schematic of screw-driven traversing probe. 



Recording methods . — For the F-104 installation, sensor outputs of shaft rotation, 
probe motion, direction of probe motion, and the total- and static -pressure trans- 
ducers were telemetered (FM-FM) to a ground receiver and recorded on tape. These 
data were subsequently translated into engineering units and appropriate adjustments 
applied to account for shifts of the tare values from the master calibrations. An 
analog strip record of some of the parameters is shown in figure 6. The trace of the 
traversing probe total pressure is in effect a reclining profile of total pressure within 
the boundary layer because time, the abscissa, is related to height above the surface. 
Rake total pressures from a few of the fixed probes were measured on a commutating 
type of valve -sensor. The output of the valve -sensor is included on this analog re- 
cord. 


z 


static pressure 



total pressures 


Pressure at boundary- 




Figure 6. Analog readout of some of the parameters from the F-104 flight-test-fixture installation. 
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For the ASA installation the pressures were recorded on a NACA 12 -cell photo- 
recording manometer, and the probe position count, motion direction, and stagnation 
temperature were recorded on an oscillograph. All data for this installation were 
recorded onboard the airplane and synchronized by a timer. 

Operating problems . — Problems encountered during the development and demon- 
stration of the screw -driven devices, together with the methods used to alleviate some 
of the problems, are discussed in the following sections. 

Drive motor: Two different motors were used during the flight demonstrations. 

The first, on the A5A airplane, was a single -phase, 400 -cycle, 115 -volt motor which 
used approximately 20 watts to drive the probe at 1. 5 to 1. 8 millimeters per second 
(0. 06 to 0.07 inch per second) when airloads were relatively low. For airloads im- 
posed by dynamic pressures greater than approximately 14,400 N/m2 (300 lb/ft2), the 
rate of travel was slowed, and dynamic pressures greater than 28,700 N/m2 (600 lb/ft2) 
always stalled the device. 

A larger three-phase, 400 -cycle, 115 -volt motor of about 50 watts was later in- 
stalled on the F-104 flight -test fixture. This motor, which was geared to move the 
probe at about 5 millimeters per second (0.2 inch per second), operated well for dy- 
namic pressures somewhat greater than 43, 100 N/m^ (900 Ib/ft^), the highest 
attempted with this motor. 

Lead of threaded drive shaft: During the first tests with the 20 -watt motor in- 
stalled, a fine single thread was used. It was found that the fine thread could not 
tolerate much wear because the threaded drive block was made of brass and there was 
a tendency for the brass threads to strip. Thus, after several flights, a new drive 
screw and block with a coarser single thread w^as installed which was not as susceptible 
to wear. The approximate lead of each thread used was: 


Flight series 

Installation 

Lead 

Thread count 

mm 

in. 

per mm 

per in. 

First 

A5A 

0. 176 

0. 00694 

5. 67 

144 

Second 

F-104 flight-test 
fixture 

. 400 

. 01575 

2. 50 

63. 5 


Precision reference position: The preceding description of the probe operation 
explained how the counter defined probe position relative to a precisely located ref- 
ei*ence point. Although the counter system was adequate for the prototypes described, 
it is believed that the position recording technique was the least satisfactory part of 
the probe system (i. e. , the part which would profit most from further development) 
for the following reasons: 

(1) At aerodynamic or thermal loading conditions, or both, in which thin skin 
would buckle, the present system might give an erroneous height value because the 
probe was preset > to reverse (at the bottom of the boundary layer) when the probe tip 

*The method of presetting, i.e., establishing a reference point, consisted of repeatedly passing a 0.075-miUimctcr- 
(0.003-inch-) tliick strip of paper between the probe tip and the surface while surface contact was being made. The amount of 
resistance the probe tip imposed on the paper strip during observations made under optimum visual conditions was evaluated. 
This procedure later permitted rapid final adjustments prior to flight under lighting conditions which were not optimum. 
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touched the surface for room temperature conditions. If buckling caused a surface dip 
or valley at the probe tip, it is conceivable that the probe could reverse direction with- 
out having touched the surface and without the experimenter being aware of this erro- 
neous condition. Thus, it would be desirable to devise a probe reversal system that 
would be responsive to the probe touching the surface at any flight skin temperature 
conditions. For the screw -driven demonstrations described, the test surface was a 
thick plate and the temperatures were low enough that buckling did not occur. 

(2) Interpreting the output signals of the counter system used for these flight 
demonstrations was tedious and time consuming. Therefore, it may be desirable to 
modify the counter system so that the output is either digitized or automatically plotted. 

Boundary-Layer Profiles 

The preceding sections and accompanying figures indicated that conventional 
boundary -layer rakes were located near the traversing probe. Figure 7 compares the 



Figure 7. Mach number profile obtained with tandem traversing probe and rake. AJA installation; traverse 
direction upward; = 0.80; traverse rate ~ 0.1 6 cm/sec (0.06 in. (sec); time for this traverse x21.6 sec. 
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rake and the tandem traversing probe of the ASA installation on the basis of local Mach 
number 1 as a function of distance from the skin. For this profile the probe was 
adjusted to utilize only a part of its potential traverse distance. The traversing probe 
results are close to the check rake values, and, of course, the traversing probe senses 
the boundary layer in much greater detail. 

A more conventional form of boundary -layer profile presentation obtained from the 
F-104 flight -test -fixture installation is shown in figure 8(a). This is a single traverse 
obtained at an edge Mach number of 2. 2. Figures 8(b) and 8(c) show the same traverse 
as shown in figure 8(a) and three additional traverses, obtained during the same data 
run, presented in terms of the displacement and momentum distributions, respectively. 
The methods used to compute these parameters from the traversing probe data are the 
same as were used in reference 23. The aircraft velocity, attitude, and altitude were 
held as nearly constant as possible by the pilot for 2 1/2 to 3 minutes. Comparison of 
the symbols indicating upward and downward movement of the probe (figs. 8(b) and 8(c)) 
indicates that pressure lag effects are negligible, i.e. , they do not produce detectable 
systematic biasing of these functions at small values of y where the pressure gradient 
is greatest. It is therefore believed that much of the difference between the various 
profiles (traverses) is caused by real changes in the boundary layer resulting from 
small unavoidable changes in the flight conditions; changes in angle of attack and side- 
slip are probably the most important. 

1.5 


1.2 


.9 

X 

6 

.6 


.3 


0 .2 .4 .6 .8 1.0 

u 

ue 

(a) Conventional velocity ratio profile; single traverse. 

Figure 8. Boundary-layer profiles obtained with the screw-driven type of traversing probe. F-104 flight-test- 
fixture installation; = 2.2; = 1.04 X 10^; traverse rate » 0.51 cm/sec (0.20 in.!sec); time for 

single traverse »4.5 sec. 

^Local Mach number is derived from the reiationship of local total pressure and surface static pressure in accordance 
with reference 24. 
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(b) Profile for determination of displacement thickness, 


S*; four traverses; 
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Figure 8. Continued. 
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Data obtained during the traverse of figure 8(a) are presented in law -of -the -wall 
form in figure 9 to illustrate the usefulness of the traversing probe for defining in 
flight this fiindamental relationship. This presentation and those of figure 8 are be- 
lieved to demonstrate that this traversing mechanism and sensor combination is 
adequate for surveying a turbulent boundary layer, although a more precise pressure 
sensor (transducer) is advisable for a deliberate stu^ of boundary -layer characteristics. 
The range of the transducer used was not optimum for this task, as suggested by the 
relative displacement of two data points near the bottom of the profile. 
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Figure 9. Example of law-of-the-wall presentation of flight data transformed to incompressible conditions by 
the method of reference 22 from edge condition of = 2.2. F-104 flight-test-fixture installation; 

= 1.04 X 107. 

A natural and usefiil combination of the law-of-the^all type of presentation and 
the traversing probe is the Clauser type of local friction determination (ref. 25). 
Deference 26 provides a convenient means of using the Clauser determination of local 
friction through charts derived from the friction law of Fenter and Stalmach (ref. 10). 
An example of a profile obtained with the traversing probe and applied to the charts 
of reference 26 is shown in figure 10. The flight data represent the same traverse as 
shown in figures 8(a) and 9. The local value of friction coefficient interpolated from 
this profile is 0.00162 to 0. 00165, neglecting the two data points which correspond to 
the low values discussed in connection with figure 9. The presentations of figures 9 
and 10 for the wall law and the Clauser determination require closely spaced readings. 
The traversing probe provided the required density of data. In view of the spacing 
of data points shown for these profiles (for most of the profile the spacing was 
0.400 mm (0.01575 in. )), it can be seen that a conventional rake would have provided 
a sparse profile at best compared to the results from the screw -driven probe in 
figures 7 to 10. 
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Figure 10. Example of traversing probe data from F-104 flight-test-fixture installation presented with curves 
from reference 26 for interpolation of local skin-friction coefficients at = 2.20. 

Several profiles obtained from traversing probes installed on both the F-104 flight - 
test fixture and the ASA airplane were interpreted in terms of local skin -friction 
coefficient, Cf, through the charts of reference 26. These profiles are presented as 

Cf versus momentum thickness Reynolds number, transformed to incompressible 

conditions, in figure 11. The flight values represent 15 traverses taken from 12 dis- 
crete flight conditions. The flow is considered quasi -two -dimensional, in that the 
surface of the flight -test fixture was flat and the underside of the ASA airplane pro- 
vided a ratio of boundary -layer thickness to local surface radius of curvature between 
2 percent and 4 percent. 

The relationship of the flight data to the flat -plate incompressible curve of Karman- 
Schoenherr (ref. 27) is believed to demonstrate that the traversing probe is an accept- 
able in-flight boundary -layer survey device. The scatter in the flight data is not con- 
sidered to be excessive, in that the sensor ranges for these demonstrations were not 
optimized. Furthermore, the slope of local friction with Reynolds number for the 
flight data and the K^rm^-Schoeniierr curve are in excellent agreement. 

It is believed that the screw -driven traversing probe concept has been successfully 
demonstrated as a means for deriving quasi -steady -state boundary -layer profile data 
in flight. Thus, as has already occurred in wind tunnels , it is expected that further 
development and refinement will make this concept a versatile flight -research tool. 

The most probable avenues for further development are expected to lead to: (1) an 
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Figure 11. Comparison of local friction coefficients derived from traversing probe data and the charts of 
reference 26 with the Karman-Schoenherr relationship for a flat plate. 

improved position recording technique, (2) a more compact, lighter weight design with 
a proportionally larger traverse distance, (3) the capability of measuring local flow 
angle simultaneously with position and local total pressure, (4) the capability of 
measuring high-frequency velocity components, and (5) the extension of the traversing 
concept in flight to other fluid flow parameters such as local static pressure or total 
temperature. 


SCOTCH -YOKE -DRIVEN TRAVERSING PROBE 


Airplane Used and Test Conditions 

A traversing probe driven by a Scotch yoke mechanism was installed on an X-15 
airplane. The airplane provided test velocities up to a free -stream Mach number of 
5. 6 and altitudes in excess of 30. 5 kilometers (1 x 10^ feet). Information about the 
major X-15 research objectives and operational procedures is presented in refer- 
ence 28. The X-15 airplane, a rocket -powered vehicle with a thrust -to -weight ratio 
between 2 to 4, produced rapidly changing flow conditions. Thus it provided the 
variable flow conditions and somewhat elevated temperatures which may be necessary 
to evaluate the traversing probe concept for possible future research aircraft which 
accelerate rapidly to hypersonic speeds. The Scotch yoke type of drive was chosen 
as an easier way to achieve traverse speeds which were faster than those of the screw- 
driven probes and which could accommodate the rapid aircraft acceleration. 

A photograph of the X-15 airplane is shown in figure 12(a). The traversing probe 
was installed on the upper surface of the left side fairing adjacent to the vertical - and 
horizontal -tail surfaces. Figure 12(b) shows a closeup view of the probe installation 
and the adjacent tail surfaces. 
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External Installation Details 


The traversing probe was installed in the side fairing region to provide quasi- 
two -dimensional flow adjacent to internal aircraft volume sufficient to contain the 
traversing mechanism and the pressure recorder. However, even though the surface 
immediately surrounding the probe and upstream of it was relatively flat, the local 
flow approached two-dimensional conditions only intermittently. This was caused by 
continually changing interference from adjacent tail surfaces, the speed brakes, and 
occasional upstream venting of the liquid oxygen tank as free-stream Mach number, 
altitude, and angle of attack varied. 

The length of the turbulent run upstream of the installation was known from pre- 
vious studies to be about 14.2 meters (46. 6 feet). This generated a boundary layer 
estimated to be 18 to 20 centimeters (7 to 8 inches) thick. The total traverse distance 
of this probe device was about 5. 1 centimeters (2. 0 inches), so only the bottom, high 
gradient, portion of the boundary layer was sampled. This was necessitated by a 
space limitation at the installation location. Thus the highest Mach number actually 
sampled by the probe was about 2.2, even though the free-stream Mach number was 
above 5. 

The probe is shown fully extended in figure 13 along with an accompanying two- 
probe check rake and two flush static orifices. The panel upon which these devices 
were mounted was almost flat, but, as the juncture with the fuselage indicates, the 
inboard region was slightly curved. 



E-9913 

Figure 13. Closeup of Scotch-yoke-driven traversing probe installation. 
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The sensing manometer for this installation was placed just beneath the skin and 
immediately aft of the probe station, so the pressure lines were short enough to insure 
negligible lag. 


Description of Traversing Probe 

General description. — The Scotch yoke drive used for this installation had a faster 
traverse rate — 15 cycles a minute — ^than that of the screw -driven probes. 

The approximate physical dimensions of this device were as follows: 


Depth including linear potentiometer, cm (in. ) 27. 9 (11. 0) 

Depth without linear potentiometer, cm (in. ) 15.2 (6. 0) 

Dimension parallel with crank axis, cm (in. ) 8. 9 (3. 5) 

Dimension parallel with yoke slot, cm (in. ) 10. 8 (4. 3) 

Traverse distance, cm (in.) 5.1 (2.0) 

Weight including motor and potentiometer, kg (lb) 1. 44 (3. 17) 


Because the action of the Scotch yoke was somewhat like that of the crank shaft 
and piston action in a reciprocating engine, the position -time relationship at the top 
and bottom of the cycle was consistently smooth. (The position-time relationship is a 
sine wave. ) A screw -drive mechanism which would have a large lead and a corre- 
sponding high traverse rate would not only have been harder to decelerate and reverse 
at the ends of the stroke but extensive drive block wear would probably have occurred. 

The means by which a traversing motion was achieved is shown in the photographs 
of figure 14 and the drawing of figure 15. The drive train, consisting of bevel gears 
and the crank mechanism, was conventional; however, the method of obtaining a smooth 
action may be worthy of discussion. 

The use of ball-bearing rollers (item , fig. 15) at the ends of the yoke carrier 
(item ) helped eliminate sliding friction with a minimum of binding. In addition, item 
(^of the crank arm is a ball bearing which rolled in the carrier slot (item ), 
and the mast of the probe (item(^) traversed through a linear ball bushing (item (^ ). 
Each of these ball bearings or bushings was important as a means of eliminating 
sliding friction and insuring a smooth traverse. 

Probe position was sensed by a rectilinear potentiometer, and the output was re- 
corded on an oscillograph. The pressures from the traversing probe, check rake, 
and static orifices were recorded on an NACA type of 12 -cell photorecording manometer. 
These records were synchronized by a timer. 

Operating problems . — Problems encountered during the development and demon- 
stration of this device, and solutions, where available, are discussed in the following 
sections. 

Drive motor: The motor used for this installation was the same motor described 
as inadequate for the A5A installation of the screw -driven probe. On the Scotch yoke 
traversing probe, the performance of the motor was marginal. The 50 -watt, three- 
phase motor mentioned previously would also have been better for the Scotch yoke 
mechanism than the motor used. 
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Part 

1 Mast and probe 

2 Bushing retainer 

3 Pressure fitting 

4 Set screw 

5 Roller guides 

6 Structural case 

7 Guide rails 

8 Plate shim lock screw 

9 Scotch yoke actuator 

10 Crank arm 

11 Crankshaft 

12 Potentiometer core 

13 Potentiometer case 

14 Geared motor 

15 Motor mount 

16 Bevel gear 

17 Bevel gear 

18 Motor output shaft 

19 Crankshaft support 

20 Flex hose 

21 Scotch yoke carrier 

22 Scotch yoke slot 

23 Output pressure port 

24 0-ring grooves 

25 Linear ball bushing 

26 Roller guide bearings 



Figure 15. Drawing of Scotch^yoke-driven traversing probe. 



Rough traverse action: Ball bearings and bushings (previously mentioned) were 
used to overcome sliding friction after an early bench model proved to have a rough 
chattering action despite careful machining and precise alinement of the moving parts. 
Elimination of sliding friction through the use of the ball bearings provided a smooth 
action. This was achieved before the traversing probe was installed on the airplane. 

Aero(fynamic heating of the skin: The smooth action obtained during ground runs, 
after the sources of sliding friction were eliminated, was interrupted during the first 
flight. Aerodynamic heating of the skin to about 610° K (1100° R) caused the mast of 
the traversing probe to bind against the skin as it moved within the hole in the skin. 

The binding was severe enough that the motor stopped because the drive motor fuse 
overheated. After the flight, the region of contact which caused the binding was easily 
detected and the hole was slightly enlarged, thus eliminating this source of trouble. 

Flow uniformity: During much of a flight the flow quality was not good enough to 
permit the device to be evaluated. Shocks from adjacent protuberances interfered with 
comparisons between the traversing probe and the two -probe check rake. At some 
supersonic speeds the traversing probe interfered with the flow past the adjacent rake 
because of crossflow effects, and, after the aircraft rocket engine was shut down, 
intermittent venting of the liquid oxygen tank of the propulsion system caused erratic 
flow over the test region. These problems of flow uniformity were not a reflection on 
the integrity of the traversing probe, but they did interfere with an orderly evaluation 
and limited the quantity of useful data. 


Results From the Scotch-Yoke-Driven Traversing Probe 

As indicated in the previous section, comparison of traversing probe data with the 
two -probe check rake results was restricted over a large portion of a flight because 
of poor (nonuniform) flow quality. Profile data could be obtained over much of a 
flight, but comparisons with the check rake were meaningful only during captive flight 
at subsonic speeds when the X-15 airplane was still attached to the launch airplane. 

A sample of such a comparison is shown in figure 16. Total pressures obtained 
from the traversing probe and the rake probes are compared over a period involving 
about 3 1/2 cycles. These data are for those points in time when the traversing probe 
position is equal to either of the fixed-probe heights above the skin. Also shown is 
the percentage deviation of the traversing probe values from the fixed-rake values for 
each of these instances. When more experience from three flights is considered (over 
100 samples), the standard deviation of total -pressure differences between the tra- 
versing probe and the fixed probes is 1.2 percent. The predicted absolute standard 
deviation of total -pressure error based upon the physical characteristics of the sensors 
was 1. 1 percent, assuming that the errors in determining probe position were negligible. 
Thus it appears that the effects of position uncertainty and pressure lag induced by the 
boundary -layer profile gradient are virtually negligible for steady flight conditions. 

Data obtained at high supersonic speeds are presented in figure 17. The data are 
presented as the ratio of the unsmoothed local total pressure to local surface static 
pressure and the probe height, each as a function of time. The free -stream Mach 
number for these data was 5. 6, corresponding to stagnation temperatures of about 
1675° K (3020° R). The relationship of the pressure profile to the position profile 
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Figure 16. Comparison of traversing probe results, for about 3 1J2 cycles, with adjacent fixed’probe check 
rake results for a free-stream Mach number of approximately 0.8. 




t. sec 


Figure 17. History of local total-to-static-pressure ratio and probe position obtained with Scotch-yoke - 
driven traversing probe for a free-stream Mach number of 5.6. 
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indicates that the response of the system was adequate to describe the high gradient 
portion of this boundary layer when the probe was traversing at the rate of 15 cycles 
per minute. The data of figures 16 and 17 indicate that the Scotch-yoke -driven tra- 
versing probe can provide useful boundary layer, or inviscid shear layer, data for 
traverses through pressure gradients at relatively high traverse rates. A maximum 
gradient of pressure which can be reliably recorded by this device cannot be 
quantitatively defined from the present study. Because the travel of this probe was 
limited to the lower, high gradient, portion of the boundary layer, it was not possible 
to derive local friction or boundary -layer thickness parameters. It is believed, 
however, that these boundary -layer parameters could be defined through the use of 
the Scotch-yoke -driven device if travel completely through the boundary layer was 
provided. 

On the basis of these results and the operating experience, it is believed that the 
Scotch-yoke -driven device can more easily achieve high traverse rates with smooth 
direction changes and little wear than the screw -driven device used in this study. 

The screw-driven device provided the most accurate position measurements (distance 
from skin); however, through refinements, either type of traversing mechanism 
could provide closely spaced data readings and precise position values because the 
methods used to determine position need not depend on the type of drive mechanism. 


CONCLUDING REMARKS 


Two prototype traversing probes, a screw -driven and a Scotch-yoke -driven, were 
demonstrated in flight to supersonic speeds. The screw -driven model was shown to 
be a useful means of deriving local skin friction and other boundary -layer parameters 
for quasi -steady -state flight conditions to boundary -layer edge Mach numbers of 2. 2. 
Of the two types of devices, the screw-driven model provided the most accurate 
position measurements (distance from skin). 

The Scotch yoke model was exposed to much more severe conditions than the 
screw -driven model in that the flow conditions changed rapidly and the maximum 
total temperature in the boundary layer was about 1675° K (3020° R), generated by 
a free -stream Mach number of 5.6. This probe performed well mechanically under 
these conditions, and the traverse rate and response of the sensors were adequate to 
describe the high gradient portion of the boundary layer. It is believed that the 
Scotch yoke device can more easily achieve high traverse rates with smooth direction 
changes and little wear than the screw -driven model. 

It was shown that the screw-driven type of traversing probe can provide the 
closely spaced readings required by the wall -law presentation and the related Clauser 
type of presentation. The Scotch yoke type of device should also be able to provide 
adequate density of data if provided with an improved position-indicating device. 

Neither type of traversing probe was optimized for compactness or light weight. 
Thus, it is expected that design effort toward such optimization will be successful. 
After the mechanical design is optimized, it is expected that the traversing sensor 
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concept in flight will be applied to other fluid flow parameters including total - 
temperature and high-frequency measurements of velocity components. 


Flight Research Center, 

National Aeronautics and Space Administration, 
Edwards, Calif., January 22, 1971. 
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